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BACKGROUND

Foreign bodies should be removed from skin lacera-
tions and wounds during the primary wound manage-
ment stage. Detection can be performed by various
investigative techniques, including plain radiography,
computed tomography (CT), ultrasonography, and
metal detectors.1–3 Removal of foreign bodies depends
on the site of injury and the fragment material.
Conventional retrieval is done by surgical exploration
of the site of injury using additional incisions. This
procedure may result in scar tissue and is unfavourable
in cosmetically sensitive regions, such as the face, neck,
or hands.4

Remaining particles can cause pain, neurologic symp-
toms, vascular compression, functional loss, abscesses or
granulomas, infection, and cosmetic impairments, espe-
cially in uncovered regions of the body.5–7 Metallic
artifacts are a contraindication for magnetic resonance
imaging and may cause severe artifacts in CT.8

The following magnetic technique provides a mini-
mally invasive alternative for removal and identifica-
tion of ferromagnetic foreign bodies, especially in
sensitive regions, such as the face or hand.

METHODS

In this technical procedure, a neodymium magnet
(NeFeB; adhesive force 130 kg; magnetization N45;
magnet alignment axial; total weight 0.82 kg; total
volume 108 cm3; dimensions 60 3 30 3 60 mm; cost
US$91) was used to retrieve ferromagnetic bodies in
the face, neck, upper arm, forearm, and hand. With
this magnet, the attraction of iron, nickel, and cobalt is

possible.9 This technique should not be used when the
patient has a pacemaker. The technical procedure is
done in four steps:

Step 1: Initial wound irrigation and disinfection are
performed to avoid contamination and to wash out
superficial particles. Fluids should be collected to avoid
a secondary skin contamination with retrieved frag-
ments and to quantify foreign body retrieval (Figure 1).
Step 2: Affected skin areas are scanned with the magnet
as close as possible to the skin (Figure 2). Repeated
scanning in different directions is necessary due to the
variable orientation of tracks of penetration. This step
can be performed for open or closed wounds because
the magnet can be applied without skin contact.
Sterilization of the magnet is not mandatory. In cases
where a sterile magnet is necessary, autoclaving is
acceptable for most magnets using temperatures up to
130uC (266uF).9

Step 3: A systematic search through the region of
interest is recommended after magnetic scanning is
completed. If deeper metallic fragments are suspected,
a sterile magnet is used for detection and applied
directly on the skin. Subcutaneous metal fragments
can be attracted through intact skin, the location of
magnetic interaction can be marked, and small inci-
sions can be used to retrieve the fragments.
Step 4: After final flushing, conventional radiography
or CT can be employed to confirm complete retrieval.

DISCUSSION

We present a minimally invasive and low-cost techni-
que for identification and removal of foreign bodies
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when the particles are ferromagnetic. Only a few case
reports describe the use of standard magnets to support
the localization of ferromagnetic foreign bodies during
surgical retrieval.3 NeFeB magnets have become widely
available in recent years and are incorporated in
various articles of daily life, for example, headphones
and mobile telephones. Small NeFeB magnets as used
in homes and offices can interfere with cardiac
pacemakers.10

Not all metals (e.g., copper, magnesium, or nickel-
cobalt-chromium alloys as in most stainless steels) are
ferromagnetic. However, when materials are coated
with chromic alloys yet have a magnetic core material
for strength, a magnet can be used for retrieval.11,12

Objects consisting of iron, nickel, and cobalt, such as
needles, staples, blades, and certain pins, are retrievable
with a magnet.

We have detected and retrieved multiple ferromag-
netic particles from many areas of the human body and
highly recommend this technique for a variety of
injuries. The skin lesions shown in Figure 1 were
caused by an accident with a compressed air pipeline.
In Figure 3, our procedure was used to retrieve foreign
particles from the upper arm after the detonation of an
explosive device. Another recommended application is
the detection of subcutaneous ferromagnetic particles.
Subcutaneous ferromagnetic nails, splinters, or pieces
of wires can also be delivered magnetically through a
small incision using the point of maximum magnetic
attraction to incise the skin.

A step-by-step surgical procedure for identification
and retrieval of single and multiple ferromagnetic
foreign bodies is described. It has the potential to

Figure 1. A, Findings on admission. Multiple small ferromagnetic bodies (0.2–2 mm) driven into the skin of the left neck and
face of a young male worker when disconnecting a compressed air pipeline. B, After decontamination, wound irrigation, and
magnetic scanning (steps 1–2), the amount of remained particles is marginal. C, Findings 6 weeks after the treatment. There is
no scarring or remaining particles.

Figure 2. A, Total quantity of the retrieved ferromagnetic
bodies attached to the neodymium magnet after steps 1 to 3.
B, Separated large fragments . 1 mm.

Figure 3. A, Upper arm after deto-
nation of an explosive device with
metallic particles scattered multi-
ple intra- and subcutaneously after
decontamination and irrigation
(step 1). B, Findings after magnetic
scanning (step 2). C, Findings 6
weeks after the treatment. There is
no scarring or remaining particles.
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reduce the use of radiography and to reduce scarring
and additional surgical incisions in cosmetically
demanding areas. We recommend this method for
routine, first-line use to localize and retrieve ferro-
magnetic particles.
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